[Ventricular fibrillation as complication of the application of a cava-catheter (author's transl)].
We report a case of ventricular fibrillation provoked by a cava catheter. Corresponding to literature we try to demonstrate the possibility of lethal cardiac arrhythmias being provoked by the cava catheter advancing into the right heart.